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This paper describes the fabrication of an ion-selective electrode in which a polymeric schiff basc complex of cobalt(l1) 
is used as the ionophore. The main advantage of the electrode is that it is mechanically s~ab le  upro 3 nlonths. The clecrrodc 
shows a linear response in the range of 2.5 x 10'~-0.5 x 10.' mol dm-3. The response time of the elecrrodc is 30 s. The pH 
I-ange at which the electrode works is 3.8 to 6.8. The electrode was found to be selective towards chlol-ide ion in the presence 
of ions like Na'. ~ a " .  ~ n " .  ~ e ~ ' .  co2+,  ~ i " ,  cu2+,  zn2'. CH,COO-, NOi ,  SO?, Brand  NO?.. 
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Ion-selective electrodes (ISEs) provide a convenient 
and quick analytical procedure for the estimation of 
ions in solutions which may be turbid, coloured and 
contain additives'.'. ISEs for many species ranging 
from simple cations to large organic molecules have 
been constructed in a fashion from an appropriate 
cocktail based on either ion-exchangers or neutral 
 carrier^'.^. Because of their simplicity, low cost, 
improved accuracy, applicability to unusual or 
extreme conditions, and timeliness ISEs are 
recognized as novel analytical tools637. Their 
properties and characteristics make them suitable for 
diverse fields of analysis such as pharmaceutical 
analysis, plant and vegetable analysis, seawater 
analysis, etc.'-". 
Ion-selective electrodes of different types are 
reported in the literature"-'4. Polymeric membrane 
ISEs provide one of the most powerful sensing 
methods as it is possible to select various sensory 
elements according to the shape and size of the target 
ion". Most membranes in polymer membrane ion- 
selective electrodes are based on a polyvinylchloride 
matrix '6.17 . Polyvinylchloride, whilst being a very 
successful matrix material, poses certain difficulties in 
the manufacture of the membrane, which arise from 
the need for a solvent to dissolve the polymer, which 
is then to be evaporated to cast the membrane. This 
procedure is relatively slow, requiring several days to 
make an electrode. Recently polystyrene based 
electrodes were prepared and are found to be inert, 
mechanically stable with long life and low reponse 
t i m e ~ ~ . 1 9  . The need for ionophores having anion 
binding functionalities in the field of anion-selective 
electrodes is i n c r e a ~ i n ~ ' ~ ) - ~ ~ .  An ISE for acetate has 
been recently developed based on free base 
porphyrins having anion binding functionalities''. 
There is also a report on anion-selective electrodes 
prepared with polymeric membranes doped with 
gallium(III), indium(II1) and thal l ium(II1) 
metalloporphyrins". These group XI11 metals, when 
inserted into either octaethyl- or tetraphenyl- 
porphyrin derivatives and subsequently incorporated 
into plasticized poly(viny1 chloride) membranes, 
serve as anion-selective ionophores towards chloride 
and fluoride ions. A number of attempts have been 
made to develop chloride ion selective electrodes 
which are based on conducting polymel~s2"26, 
polyvinyl chloride27, etc. In the present investigation, 
a sensitive electrode, selective to chloride ion has 
been developed. The fabricated electrode has a stable 
shelf life of about three months and is inert towards 
most of the transition metal ions and a variety of 
anions. Cobalt complex of amino methylated 
polystyrene-salicylaldehyde schiff base has been 
developed as the ionophore in the fabrication of the 
electrode. 
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Experimental Procedure 
Reagents 
All reagents used were of analytical reagent grade 
and were used without further purification. Amino 
methylated polystyrene (2% cross-linked with divinyl 
benzene) was obtained from Thermax India Ltd., 
Mumbai, as a gift sample. Salicylaldehyde, cobalt 
chloride and the organic solvents like 
dimethylformamide (DMF), methanol, etc., were all 
products of Merck. 
Fabrication of the chloride ion-selective electrode 
Co(I1) complex of amino methylated polystyrene 
salicylaldehyde schiff base was developed as the 
electro active material (ionophore) for the fabrication 
of the chloride ion-selective electrode. The ionophore 
was prepared as reported in the literaturez8, by 
soaking the salicylaldehyde schiff base of amino 
methylated polystyrene (1 x mol dm-3) in DMF 
for I h and refluxing with a DMF solution (10 mL) of 
CoCl1.6H20 ( I  x mol dm-3) for 15 h. The 
resulting solution was allowed to cool and then 
filtered. It was then washed with DMF, methanol, 
distilled water and diethyl ether and finally dried in 
vncuo. The complex formation can be represented as 
PS-LH + CoClz -+ PS-LCoC1.DMF + HCl 
where PS-LH is the polymeric schiff base and PS- 
LCoCI.DMF is the complex formed. 
About 100 mg of dried electro active material was 
mixed with 400 mg of araldite and the paste was 
spread over a Whatman No. 41 filter paper to 0.1 mm 
thickness and air-dried for 48 h. It was then separated 
from the membrane by dipping it in a solution of 
CoC12. It was then cut to size and attached to one end 
of a glass tube with araldite. The tube was filled with 
0.1 mol dm-' CoClz solution and kept immersed in the 
CoCI2 solution of same strength for 24 h. Potentials 
were determined by direct potentiometry at room 
temperature. A saturated calomel electrode (SCE) was 
used as the reference electrode. The cell set-up was as 
follows: 
Hg, Hg2C12/satd KCl//testsolution/ionophore/O. 1 
rnol d m - 3 ~ o ~ l d .  
The emf of the cell so set-up was measured using 
an Aplab Digital Multimeter at room temperature. 
Response behaviour of the electrode was studied by 
measuring the potential of the electrode at different 
concentrations of chloride ion. The pH dependence of 
the electrode potential was studied by varying the pH 
of the chloride solution of fixed concentration with 
buffer solutions. Interference studies were also carried 
out by mixing the chloride solution of fixed 
concentration (0.05 mol dm-') with solutions of 
different concentrations of foreign ions like Na'. 
Ca(II), Mn(II), Co(II), Fe(II1). Ni(II), Cu(11). Zn(11). 
CH3COO-, NO3-, sod2-, B r  and NO; and measuring 
the potentials one after another. 
Results and Discussion 
Response behaviour of the electrode 
Electrodes were constructed with different 
proportions of the ionophore and the binder; it was 
found that stability and slope are higly favouring a 
proportion of 1:4. Hence, further work was carried out 
using an electrode of this composition. 
Stable potentials were developed within a time 
span of 30 s, when the developed sensor is placed in  
chloride solution. The mechanism may be a smooth 
exchange of CI' ions between the complex and the 
solution. The electrode potentials show a linear 
response in the range of 2.5 x 10-'-0.5 x 10-'mol dm-' 
of C1- concentration. The slope of E versus-log CI- is 
57.7 mV (Fig. l), which indicates the Nerstian nature 
of the electrode. The slope remained constant for 
about four weeks even after continuous use and the 
linear response was maintained for about three 
months, although absolute potential values changed I 
slightly (4 mV), as is commonly observed with 
1 ~ ~ s ' ~ .  The res~onse time of the membrane was 1 
measured at various concentrations of test solutions. 
Stable potential was obtained within 30s which 
remained unaltered upto 7 min. Potentials were , 
Fig. I-Potentiometric responses of the membrane mward 
different concentrations of chloride ion. 
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1 5x10" 0 823 54 0 822 1 SOX 10" 0.33 
1 5 x 1 0 ~  1.823 116 1831 1.47x102 1 6  
15x10' 2 823 1 72 2 819 151x10'-  1 0  0 002 0 24 
1 5x10 3 823 232 3.8 18 1 52x10'~ 1.3 
15x10.~ 4 823 293 4.825 149x10' 0.33 
determined for five different concentrations of 
chloride ion and the percentage error and precision 
parameters were calculated (Table I). The results 
presented in  Table I reveal that the method is accurate 
and precise. 
Effect of pH 
The pH dependence of the electrode potential was 
also studied (Fig. 2). The potential remains constant 
in the pH range of 3.8-6.8. This may be taken as the 
working range of pH of the electrode. The 
concentration of chloride ion taken was 0.5 x mol 
dm-3 for these studies. 
Interference studies 
The influence of interfering ions on the response 
behaviour of ion-selective electrode is usually 
described in terms of selectivity coefficient. The 
potential response of the chloride ion sensor to 
different ions have been investigated by 
determining the selectivity coefficient of the 
electrode ( K , , , ~ " ' )  using a transformation of the 
Nikolski-Eizenman (N-E) equation29. Its value is 
determined by the ability of the disturbing ion to 
affect the electrode potential relative to that of the 
main ion. The resulting K,,,'"' values are 
summarized in Table 2. The results show that 
presence of Na', ~ a " ,  ~ n ? ' ,  co2'. ~ e " ,  ~ i " ,  CU", 
zn2', CH+200-, NO,., so4'-, Br- and NO2- do not 
affect the selectivity of the chloride ion electrode 
significantly over the concentration range studied. 
Application studies 
The presently developed sensor was used for the 
determination of chloride ion present in treated 
industrial effluent from a fertilizer industry and also 
in a drinking water sample. The results have been 
compared with the standard argentometric method3' 
and [he results are presented in Table 3. The results 
show that the method is reliable, precise and accurate. 
The sensor may be rec 
analysis of C1- i n  industria 
ommended for the routine 
.1 effluents. 
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Table 1 - Determination bf chloride 
Table 2 -Select~v~ty coeffic~ents of valrous lo~ergn Ions 
Fore~gn Ion K,,?' 
znL+ 5 Ox10 
~ e ? +  3 . 3 ~ 1 0  '
cu2+ 8 9x10' 
M n2+ 1 8 x 1 0 '  
co2+ 5 6x10' 
Na' 9 7x10 
K+ 9 7x10' 
ca2' 43x10 '  
so4'- 4 4~ 10.' 
NO3 2 0x10'  
Br 6 1x10' 
CH,COO- 2 0 x l o 2  
NO2 9 7x10 ' 
Table 3 - Dcterm~nat~on of CI In ~ndustllal cftlucnt and 
natural water 
Sample P~esent method AI gentomet~ I C  
method" 
Chlor~de Chlonde 
found* S D* found* S D* 
PPm PPm 
Industrial effluent 240 0 04 238 0 05 
Drlnklng water 48 0 03 50 0 02 
*Average of 6 repl~cates 
Fig. 2- Potentiometric responses of the membrane towads 
chloride ion solutiori of concentl-ation 0.5 x 10.' rnol d ~ n ~ '  at 
different pH values. 
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